









































MagIC Net 2.2 Build 70 Client name: ICS-1000 User (short name): Admin

License ID: 11297947 Printed: 2014-02-12 12:34:04 UTC-5
Control chart 0P
Comment

5PPB BROMATE
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Statistics
Mean value: 5.232 ppb Absolute standard deviation: 0.286 ppb
Minimum: 4.896 ppb Relative standard deviation: 5.469 %
Maximum: 5.664 ppb Number of determinations: 9
Date Number Ident Sample type Method 5PPB BROMATE Statistics

1 2014-01-03 14:54:40 UTC-5 1 QCS MID Sample 01032014 300.1 5194 ppb on
2 2014-01-06 18:31:43 UTC-5 2 QCS MID Sample 01032014 300.1 4.981 pph on
3 2014-01-06 20:25:06 UTC-5 3 QCS MID Sample 01032014 300.1 5.032 pph on
4 2014-01-07 16:50:55 UTC-5 4 QCS MID Sample 01032014 300.1 4.933 ppb on
5 2014-01-07 19:21:53 UTC-5 5 QCs MID Sample 01032014 300.1 4.896 ppb on
6 2014-01-08 17:39:33 UTC-5 6 Qcs MID Sample 01032014 300.1 5,400 pph on
7 2014-01-08 20:10:27 UTC-5 7 QCS MID Sample 01032014 300.1 5.473 ppb on
8 2014-01-09 15:47:41 UTC-5 8 QCS MID Sample 01032014 300.1 5.501 ppb on
9 2014-01-10 15:56:10 UTC-5 9 QCS MID Sample 01032014 300.1 5.664 pph on
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Brighton Analytical LLC
ot N Ry 2105 Pless Drive
B I !rfﬁ)h L ”'! Brighton, Michigan 48114
Anali /1 [cal  Phone: (810)229-7575 (810)229-8650
¢ e-mail:bai-brighton@sbcglobal.net

Lo b . MDNRE Certified #9404
NELAC Accredited #176507

Sample Date/Time: 1/14/2014  12:20 Pall Corp.

Submit Date/Time: 1/15/2014  10:35 600 S. Wagner

Report Date: 1/20/2014 Bldg, 4

Ann Arbor, MI 48103
BA Project # 27791 Project Name:  Drinking Water Samples
Project Number:
BA Sample [D
Amgs BZ05329 Sample ID: 5005 Jackson Rd.
Analyte Name Result Units RL MCL Method Reference Analysis Time Analysis Date

1,4-Dioxane(SIM)
1,4-Dioxane (SIM) 13 ug/L l EPA 1624(SIM) 18:35 01/17/2014

RL=Reported detection limit for analytical method requested. Some compounds require special
analytical methods to achieve MDNR designated target detection limits (TDL).

MCL = Maximum contaminant Levels.
Analysis not specifically identified as drinking water are for non-regulatory compliance purposes.
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Brighton Analytical LLC
Qa1 o) 2105 Pless Drive
brig h t07‘1 Brighton, Michigan 48 1 14
Anal ytzca[ Phone: (810)229-7575 (810)229-8650
L L. C e-mail:bai-brighton@sbcglobal.net
el s MDNRE Certified #9404

NELAC Accredited #176507

Sample Date/Time: 1/15/2014  09:00 Pall Corp.

Submit Date/Time: 1/15/2014  10:35 600 S. Wagner

Report Date: 1/20/2014 Bldg. 4

Ann Arbor, MI 48103
BA Project# 27791 Project Name:  Drinking Water Samples
Project Number:
BA S ID
ample D BZ05330 Sample ID: 697 S. Wagne3r
Analyte Name Result Units RL MCL Method Reference Analysis Time Analysis Date

1,4-Dioxane(SIM)
1,4-Dioxane (SIM) Not detected ug/L 1 EPA 1624(SIM) 18:15 01/17/2014

RL=Reported detection limit for analytical method requested. Some compounds require special
analytical methods to achieve MDNR designated target detection limits (TDL).

MCL = Maximum contaminant Levels.
Analysis not specifically identified as drinking water are for non-regulatory compliance purposes.
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Brighton
BA/\ nalytical
L.LC.
BRIGHTON ANALYTICAL, LLC

QUALITY ASSURANCE/QUALITY
CONTROL
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GC/MS
VOLATILE METHOD 8260 SIM

REPRESENTATIVE BATCH PRECISION AND ACCURACY QUALITY CONTROL SUMMARY

Analysis Date: January 17, 2014 Spike Std. ID: 22208 Ingt./Datec: Vol5 GCIMS
Laboratory 1D: B205422-23 Matrix: Water Analyst: cw
Matrix Spike - Pracision Malrix spike - Accuracy
Splke 1 Spiko 2 s s”:;:n‘_’"" %Rocovery | % Recovery | Range () [ SEMPE | Hehed Lcs
Difference
1,4 Dioxane 50.3 48,8 27 10 123 109 70130 38 <1 93%

ug/L Is equivalant to ppb
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